Editorial expulsion problem by modifying existing devices, such as adding absorbable sutures (Delta-T) or additional appendages. These attempts did not appear beneficial. Post placental placement of conventional IUDs during Cesarean section is associated with lower expulsion rates when compared to immediate postplacental vaginal insertion. Expulsion rates vary from around 5% at 12 months to up to 50% and even higher if partial expulsions are included in the analysis [4] [5] [6] .
The risk of expulsion can be reduced substantially with appropriate training in postpartum insertion techniques. However, it appears that a simple and elegant solution to minimize the number of expulsions is to simply attach the IUD to the fundus of the uterus immediately postplacental.
An anchoring technique for use in the immediate postpartum period was developed in Belgium in the 1980s and has been the subject of extensive clinical research since 1985 at the University in Ghent and in internationally conducted clinical trials [7] [8] [9] . Since its inception, the technology has passed through several phases of improvement. The last version was the subject of clinical trials conducted in China. The technique consisted in the suspension of a frameless, copper-releasing IUD immediately in the post placental uterus during Cesarean section. The anchor consisted of a biodegradable cone (polycaprolactone) which was added below the anchoring knot of the frameless IUD. The objective was to study the effects of immediate insertion of a frameless IUD during Cesarean section on the bleeding pattern, duration of lochia and healing of uterus. Two hundred women used the IUD and 204 women who did not use the IUD served as the control group. Follow-up visit was performed at 42 days and 90 days after delivery. There was no significant difference in postpartum hemorrhage, continuance of lochia, and healing of uterus was normal. The expulsion rate was 4% [10] . However, it was found that removal of the IUD was difficult in a significant number of women due to the slow degradation time of the cone material. It was concluded that further research on the improvement of absorption time of the biodegradable component may provide additional benefits of the retention technology.
Recently, the technique of suspending the frameless IUD for intracesarean insertion was further optimized. The technique consists of the precise placement of the anchoring knot immediately below the serosa of the uterus, followed by fixing the knot in place with an absorbable suture. The IUD tail is looped in the cervical canal and is cut prior to discharge from the hospital. In case the tail is in the cavity, it usually can be picked-up using a thin, 3 mm alligator forceps when removal is requested. The anchoring technique has shown to be easy, quick and safe in a pilot trial with no expulsions at 12 months. It was readily apparent that the technique could be considered a major advance, suitable for general use due to its simplicity requiring limited training. The position of the anchor in the fundus of the uterus can be identified using sonography by localizing the stainless steel marker attached to the anchoring knot. Although no removal studies have been conducted, removal of the IUD is expected to be similar to the removal after interval insertion of the device [11] . A modified technique is currently been developed for insertion after vaginal delivery. We prefer the frameless IUD over framed IUDs as the latter may cause discrepancy with the uterine cavity and embedment during involution of the uterus, particularly during prolonged lactation as hyper involution in these women is not uncommon [12] . Uterine compatibility will dictate patient continuation rates and overall patient acceptance. In addition, the availability of adequate contraception immediately post Cesarean delivery may have an added benefit in reducing the number of Cesarean sections performed worldwide. By allowing for adequate timing between pregnancies full uterine recover would be achieved thus allowing women to achieve vaginal delivery. Studies have shown that 40 to 80% of women can successful achieve vaginal births after Cesarean section (VBAC) [13] .
Further studies should be initiated related to new suspension techniques as they appear to be the only solution to solve the Submit Manuscript | http://medcraveonline.com Obstet Gynecol Int J 2014 2015, 2(5): 00052
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Immediate postpartum intrauterine device (IUD) insertion deserves great attention as it can provide immediate contraception and prevents repeat unintended pregnancies [1] . Immediate post placental insertion (within 10 minutes of delivery of the placenta) of copper-bearing or hormone-releasing IUDs is generally safe and acceptable, although compared with interval insertion it carries a higher risk of expulsion, thus affecting effectiveness and overall patient acceptance [2] . Women undergoing Cesarean section need contraception, as an interdelivery interval shorter than 18 months is considered a risk factor for uterine rupture [3] . In these women, a low expulsion risk is therefore paramount.
Over the past decades attempts have been made to solve the expulsion problem associated with postpartum insertion of IUDs. They will also expand the method as a strategy to reduce unintended pregnancy and rapid repeat pregnancy in adolescents [14] .
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